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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Indian Standard 

SPECIFICATION FOR 

KNIFE-TERMINAL DEVICE FOR 

ARTIFICIAL LIMBS 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institution 
on 23 January 1969, after the draft finalized by the Artificial Limbs 
Sectional Committee had been approved by the Consumer Products 
Division CounciL 

0.2 The formulation of Indian Standards on artificial limbs, prosthetic 
and orthotic appliances and rehabilitation equipment has been taken up at 
the instance of the Advisory Committee for Development of Surgical 
Instruments, Equipment and Appliances, Government of India. 

0.3 Terminal devices for artificial limbs arc working accessories to be fitted 
into the dress or working arm of an amputee of the upi>er extremity. 
These devices aid the amputee to perform some of the normal functions of 
the hand. 

0*4 This standard is one oS a series on terminal devices for artificial limbs. 

0*5 This standard is a necessary adjunct to IS : 4534*1968*. 

0.6 This stjondard contains clauses 3.1 •! and 8.1 which call for an agree* 
ment between the purch^er and the supplier. 

0.7 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, express- 
ing the result of a test, shall be rounded <^ in accordance with IS : 2-1960t. 
The number of significant places retained in the rounded off value should 
be the same as that of the specified value in this standard. 



1. SCOPE 

1.1 This standard specifies the requirements pertaining to material, shape, 
dimensions, workmanship and finish for knife-terminal device. 

*Specificatioo for adapter for terminal devices, artificial liznbi. 
fRulci for rounding off numerical values ( revised )• 
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2. MATERIAL 

2.1 The knife shall be manufactured from stainless stcd confonning to 
Designation 30Crl3 of Schedule V of IS : 1570-1961*. 

2J2, The rivets used shall be of the same material as the knife. 

3* SHAPE AND DIMENSIONS 

3.1 The general shape and dimensions of the knife shall be as given 
in Fig. 1. 
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*See IS : 4534 - 1968 ' Specification for adapter for terminal dfviccsi artificial limbs '. 
All dimensions in millimetres* 

Fig. 1 Knife-Terminal Device for Artificial Limbs 

3*1 •! The knife may also have shapes and dimensions other than those 
given in this standard subject to agreement between the purchaser and the 
supplier. The knife shall however conform with other provisions laid 
down in this standard* 

4. WORKMANSHIP AND FINISH 

4.1 The knife shall be free from cracks> seams, flaws, scales, burrs, pits, 
rough-grind marks and other surface defects. They shall te finished 
smooth all over and polished bright. The sharp edges and comers except 
the cutting edge shall be slighdy rounded. The blades shall be properly 
ground, tapering uniformly from the back to the cutting edge and from 
shoulder to the joint. The cutting edge shall be ^harp and ready for use. 

*Scheduies for wrought steels for general engineering purposes. 
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5. HEAT TREATMENT 

5.1 The blades of the knives shall be uniformly hardened and tempered to 
give a hardness of not less than 470 HV, 

6. TESTS 

6.1 The cutting edge and flexibility of the knife shall be tested bv the 
methods specified in 7.2.2 and 7.?.3 of IS : 995.1964*. 

6.2 Corrosion Resistance Test — The knife shall be tested for resist- 
ance to corrosion as given in 6.2.V 

6.2.1 Copper Sulphate Test — The sample shall be scrubbed with soap 
and warm water, rinsed in hot water, followed by a dip in ethyl alcohol 
( 95 percent ) and dried. The sample shall be completely immersed in 
copper sulphate solution at room temperature for 6 minutes and shall then 
be washed off with fresh water or wet cotton wool. 

The copper sulphate solution shall be made up as follows: 

Copper sulphate (CuSO^.SH.O ) 4*0 g 

Sulphuric acid ( H2SO4 ) ( sp gr 1*84 ) lO'O g 

Water (HgO) 90-0 ml 

There shall be no red stains or spots on the sample after the test, but the 
polished surface getting dull may be permitted. 

7. MARKING 

7.1 Each knife shall be clearly and legibly marked with the words ^ Stain- 
less Steel ', manufacturer's name,' initials or recognized trade-mark, 

7.1.1 The knife may also be marked with the ISI Certification Mark. 

Note — The use of the ISI Certification Mark is governed by the provisions of the 
Indian Standards Insdtution ( Certification Marks ) Act and the Rules and Regulations 
made thereunder. The ISI Mark on products covered by an Indian Standard conveys 
the assurance that they have been produced to comply with the requirements of that 
standard under a well-defined system of inspection, testing and quality control which is 
devised and supervised by ISI and operated by the producer. ISI marked products are 
also continuously checked by ISI for conformity to that standard as a further safeguard. 
Details of conditions under which a licence for the use of the ISI Certification Mark 
may be granted to manufacturers or processors, may be obtained from the Indian 
Standards Institution. 

8. PACKING 

8.1 The knife shall be packed in the manner as agreed to between the 
purchaser and the supplier. Care shall be taken to protect the blade of 
the knife firom getting damaged. 

♦Specification for table knives, dessert knives and fruit knives. 
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